The construction and operation of a simple inexpensive slam freezing device for electron microscopy.
A simple and inexpensive slam freezing device has been constructed that allows consistently good rapid freezing of uncryoprotected tissue. The device employs a dry liquid-nitrogen-cooled cooper surface and a slamming plunger designed to provide rapid and uniform tissue to metal contact.